Oxygenation measurements are widely used in patient care. However, most clinically available instruments currently consist of contact probes that only provide global monitoring of the patient (e.g., pulse oximetry probes) or local monitoring of small areas (e.g., spectroscopy-based probes). Visualization of oxygenation over large areas of tissue, without a priori knowledge of the location of defects, has the potential to improve patient management in many surgical and critical care applications. In this study, we present a clinically compatible multispectral spatial frequency domain imaging (SFDI) system optimized for surgical oxygenation imaging. This system was used to image tissue oxygenation over a large area (16×12 cm) and was validated during preclinical studies by comparing results obtained with an FDA-approved clinical oxygenation probe. Skin flap, bowel, and liver vascular occlusion experiments were performed on Yorkshire pigs and demonstrated that over the course of the experiment, relative changes in oxygen saturation measured using SFDI had an accuracy within 10% of those made using the FDA-approved device. Finally, the new SFDI system was translated to the clinic in a firstin-human pilot study that imaged skin flap oxygenation during reconstructive breast surgery. Overall, this study lays the foundation for clinical translation of endogenous contrast imaging using SFDI. C 2011 Society of Photo-Optical Instrumentation Engineers (SPIE).
Introduction
The introduction of pulse oximetry in the 1970s provided a new vital sign to physicians for monitoring patient care. [1] [2] [3] While easy to use and relatively inexpensive, pulse oximetry only monitors arterial oxygenation. More recent advances in modeling and instrumentation have led to the development of quantitative spectroscopic probes capable of measuring total tissue oxygenation (arterial & venous). [4] [5] [6] [7] [8] [9] However, these devices typically provide local measurements and require a priori knowledge of the location of a potential oxygenation defect. Thus, an imaging system that offers truly passive monitoring by measuring large areas of tissue oxygenation without a priori knowledge would aid patient management in many surgical and critical care applications.
Near-infrared (NIR) spectroscopy methods rely on the attenuation of light as a function of wavelength to provide information on tissue constituents and function. [10] [11] [12] [13] [14] [15] [16] These methods quantify tissue chromophores (i.e., oxyhemoglobin, deoxyhemoglobin, lipids, and water) by deconvolving the spectral signature of each constituent. Such methods can be used in an imaging geometry by shining planar and constant, i.e., continuous wave, multispectral illumination on tissue to extract two-dimensional depth-averaged maps of blood volume, and blood oxygenation in living tissue over larger fields of view (>5 cm 2 ). [17] [18] [19] [20] [21] [22] [23] However, variations in optical path length due to multiple scattering can be a major challenge for accurate chromophore measurement using these methods. Temporally and spatially resolved techniques can separate absorption and reduced scattering coefficients (μ a and μ s ), which can be combined with spectroscopic methods to extract path length-corrected chromophore concentrations. [24] [25] [26] [27] [28] [29] [30] Spatial frequency domain imaging (SFDI, a.k.a. spatially modulated near-infrared light), is a spatially resolved technique that allows for fast (<1 s) and accurate measurement of optical properties at a single wavelength over large fields of view (>100 cm 2 ). 31, 32 Spectrally resolved SFDI quantifies tissue chromophores while accounting for multiple scattering, which makes it a potential candidate for rapidly performing oxygenation imaging over large fields of view in a clinical setting. 33, 34 In this study, we present the design, validation, and clinical translation of an SFDI system for intraoperative imaging of oxygenation. First, we introduce the design of our clinically compatible SFDI system, which has been optimized for surface profile correction and wavelength selection. Second, we validate the SFDI system in a preclinical environment by comparing extracted oxygenation maps with a clinical FDA-approved oxygenation probe (ViOptix) during measurements of skin flap, bowel, and liver in Yorkshire pigs. Finally, we present a first-inhuman pilot study for tissue oxygenation measurements of a skin flap during breast reconstructive surgery after a mastectomy.
Materials and Methods 2.1 SFDI
SFDI has been well described in the literature so only a brief description is provided here. Researchers have shown that the spatial intensity decay of the diffuse reflectance from a point illumination is dependent upon the optical properties of the medium. 24, 25 This decay can also be referred to as the spatial "point-spread function" (s-PSF) of the turbid medium and its measurement can be used to deduce the optical properties of the medium. An alternative method to measure this spatially dependent decay in the frequency domain has been proposed by Dögnitz and Wagnieres 31 and Cuccia et al. 32 This method characterizes the Fourier equivalent of the s-PSF, or the spatial "modulation transfer function" (s-MTF), by measuring the attenuation of the ac amplitude of a two-dimensional intensity sine wave as a function of spatial frequency. The variation of the ac amplitude as a function of frequency permits the recovery of optical properties over large fields of view (typically >5 cm). 32, [35] [36] [37] SFDI has been implemented in several applications including fluorescence imaging, 38, 39 brain imaging, 40 skin imaging, 33, 34, 41 and absorption tomography. 35, [42] [43] [44] [45] In this study, we used the look-up table (LUT)-based approach described by Cuccia et al. and used two spatial frequencies (0 and 0.2 mm − 1 ) to separate absorption from scattering. 32, 46 The ac component of the intensity sine wave was extracted using a demodulation of three offset phases (0 • , 120 • , and 240 • ) per frequency. The LUT was generated using a Monte Carlo model and used to compute the optical properties in a rapid fashion.
Clinical translation of SFDI required additional work to ensure proper function in a clinical setting. First, surface topography poses a significant challenge in a noncontact and wide-field geometry by causing intensity variations. To account for this, we designed and implemented a robust and fast surface profile correction method that allows accurate measurements of optical properties over a large range of height and surface angles. 47 Second, near real-time imaging is an effective feedback tool needed by the surgeon during the procedure. Acquisition time due to spectral density is a major limitation for imaging times. Thus, we proposed and validated a wavelength optimization procedure that reduced acquisition times without sacrificing chromophore measurement accuracy. [48] [49] [50] 
Imaging System
The imaging system used in this study is based on the fluorescence-assisted resection and exploration (FLARE TM ) imaging system developed at the Beth Israel Deaconess Medical Center. This instrument has been successfully translated to the clinic for patients undergoing sentinel lymph node resection for breast cancer staging and for patients undergoing breast reconstruction following mastectomy. [51] [52] [53] The FLARE TM system head is composed of two co-registered NIR cameras, an RGB color camera, and a light-emitting diode (LED)-based light source. In this study, we modified the system head and light source by incorporating a custom multispectral laser-based source and a spatial light modulator to project patterns of light. These modifications are designed to enable both exogenous fluorescence and endogenous contrast imaging of chromophores in tissue, while taking advantage of the clinical compatibility of the FLARE TM system for clinical translation of SFDI.
NIR Light Source
High power multispectral light sources deliverable to a digital micromirror device (DMD) are currently unavailable. The small entrance of the DMD (∼6 mm × 4.5 mm) requires a low etendue light source (small diameter and divergence) for efficient coupling. Our previous approach towards surgical light sources used LEDs, 54 but this technology does not meet the etendue requirement for efficient coupling into a DMD. Supercontinuum lasers are good candidates for this application, but their power is too low and their cost is prohibitive. Thus, we designed a custom fiber-coupled multispectral light source based on laser diodes. Laser diodes were chosen because they are small in size, easily coupled into small diameter optical fibers, high power, and available at various wavelengths.
Six discrete laser diodes (670, 730, 760, 808, 860, and 980 nm) were selected based on a previous wavelength optimization study to measure endogenous contrast (i.e., hemoglobin, water, and lipids), 50 and also to perform fluorescence imaging of FDA approved agents such as methylene blue and indocyanine green (670-and 760-nm excitation, respectively). 53 The two fluorescence-dedicated wavelengths required much higher power than those used for tissue chromophore imaging to collect sufficient fluorescence signal. A total of 12 laser diodes were integrated in the light source (4 diodes per fluorescencededicated wavelength and 1 diode per chromophore-dedicated wavelength). Laser diodes were purchased from RPMC Lasers, Inc. (O'Fallon, Missouri) and manufactured by LDX Optronics (Maryville, Tennessee). They were fiber-coupled into 300μm, 0.37 NA fibers using custom tuned couplers with integrated thermoelectric coolers (TEC) from OZOptics (Ottawa, Ontario). A 12 to 1 fiber bundle from CeramOptec (East Longmeadow, Massachusetts) was used to combine all wavelengths (12 legs of 300 μm solid core to a 1.33-mm common end, 0.37 NA). Each diode and TEC were controlled by a Thorlabs, Inc. (Newton, New Jersey) OEM controller with ± 3 Amp current driving capability for both the diode and the TEC. Custom printed circuit boards were used for ensuring device interconnection. A central board with serial peripheral interface (SPI) integrated circuits (digital to analog converters and port expanders) and USB-SPI controller (DIMAX Inc., Seattle, Washington) ensured communication with a PC. All devices were enclosed in a custom made enclosure (OZOptics) with forced fan cooling and a single FC output connector with an interlocked proximity sensor (OZOptics) to ensure the light source was turned off when the fiber was disconnected. Two 900-W ac-dc power supplies (COSEL, Toyama, Japan) were used to provide power to the light source.
Imaging Head
A 0.7-in. XGA (1024 × 768 pixel resolution) digital light projector control board (GFM, Berlin, Germany) and NIR compatible projection optics (Carl Zeiss, Oberkochen, Germany) were purchased from Modulated Imaging, Inc. (Irvine, California). The light source output was fiber-coupled (1.5 mm diameter, 0.44 NA fiber from Ceramoptec) to the entrance of the DMD using custom coupling hardware compatible with Thorlab's SM1 thread manufactured by Modulated Imaging, Inc.
The DMD and projection optics were integrated into a custom designed housing compatible with the FLARE TM imaging system; therefore, easily translatable to clinical trials. Eighteen rebel LED white light modules were included to provide more than 40,000 lux of NIR-depleted white light during surgery. 54 The collection optics used for this system were the same as those used for the FLARE TM imaging system as previously described 51 and included 1 color camera (IMI Technology, Seoul, Korea) co-registered with 2 NIR cameras (Hamamatsu, Bridgewater, New Jersey) permitting simultaneous acquisition of color and NIR information. Light paths are depicted in Fig. 1(a) . The light was projected from the DMD module and collected through an objective lens before being diverted to 3 wavelengths ranges by dichroic mirrors: color (below 680 nm), NIR1 (between 680 and 770 nm), and NIR2 (above 770 nm). A 650-nm short pass filter was used in front of the color camera to reject NIR illumination. A 655-nm long pass filter was used in front of the NIR1 camera and a 785-nm long pass filter was used in front of the NIR2 camera to reject stray light to these cameras. Linear polarizers (Moxtek, Inc., Orem, Utah) were cross-polarized at the source and detector, respectively, to isolate photons that diffused into the tissue and prevent data contamination from specular reflections. A small aperture size was used (under f/11) to permit large depth-of-field imaging needed for large height variations (>3 cm) encountered in a surgical environment, and to limit the light incidence angle for maximum interference filter efficiency.
Acquisition and Processing
The SFDI acquisition sequence included 2 spatial frequencies (0 and 0.2 mm − 1 ), and 3 phases (0, 120, and 240 deg) at each wavelength for optical properties measurements. 32 One spatial frequency (0.15 mm − 1 ) was projected at 3 phases at 670 nm to extract surface profile using phase shifting profilometry. 55, 56 Optical properties measurements were typically acquired with wavelength pairs ([670, 860], [730, 980] , and [760, 808] nm) as Fig. 1(a) . A color image acquisition was taken at the beginning of each acquisition sequence.
A calibration measurement of a tissue simulating phantom with known optical properties was taken at 5 heights ranging from − 2 cm to + 2 cm of vertical translation relative to a 45-cm imaging plane before the system was used in surgery. 47 The entire system was wrapped in a sterile shield and drape for clinical measurements (Medical Technique Inc., Tucson, Arizona).
Image acquisition software written and designed in C# by Modulated Imaging, Inc. was used to synchronize and control the DMD projection, light source, cameras, and data storage. Custom software was written in MATLAB (Mathworks; Natick, Massachusetts) to extract surface profile-corrected optical properties and chromophore content fitting (oxyhemoglobin [ctO 2 Hb] and deoxyhemoglobin [ctHHb] and water [ctH 2 O]). Images were collected during surgery in real time and postprocessed.
Oxygenation Measurement Reference Device
SFDI results were compared with an FDA-approved local oxygenation probe in order to validate extracted measurements of tissue saturation. The ViOptix T.Ox (Tissue Oximeter) is a contact probe with 2 sources (690 and 830 nm) and 2 detectors that measures tissue oxygenation (arterial and venous). The probe is FDA-approved and has been used in reconstructive surgery to predict flap viability, 57, 58 making it an appropriate technology to compare with SFDI.
Animal Experiments
Recent work from Pharaon et al. and Yafi et al. presented a preclinical model and results from pedicle flap vascular occlusion in Wister rats using a multispectral SFDI system. 33, 34 In a similar manner, in vivo validation of our clinical SFDI system was accomplished by performing arterial and venous occlusions of skin flap, bowel, and liver on large animals approaching the size of humans. Yorkshire pigs weighing 30 kg and of either sex were purchased from E. M. Parsons and Sons (Hadley, Massachusetts). Anesthesia was induced using 4.4 mg/kg intramuscular Telazol (Fort Dodge Labs, Fort Dodge, Iowa), and maintained through a 7-mm endotracheal tube with 1.5% isoflurane/balance O 2 at 5 l/min. Arterial and venous occlusions in three different tissues/organs were performed. Animals were used under the supervision of a protocol approved by the institution.
For skin flap measurements, pedicle abdominal flaps were designed to encompass the deep superior epigastric artery (DSEA) and deep superior epigastric vein (DSEV). Arterial or venous occlusion models were completed by using the bulldog clamps to occlude the DSEA or DSEV, respectively. The measurement consisted of 5 min of baseline acquisition, followed by 17 min occlusion (arterial or venous) and 15 min recovery. The SFDI system was placed at a 45 cm (∼18 in.) working distance from the skin flap. The Vioptix local oxygenation probe was placed in the field of view (FOV) of the SFDI measurements with black tape was placed over it to prevent light contamination from either system. Vioptix tissue oxygenation was recorded at the end of each SFDI measurement in order to coregister measured values of both systems.
For bowel (jejunum) measurements, a standard midline laparotomy was performed, a right transrectus incision was added, and a section of the jejunum was exposed. The superior mesenteric vein was exposed and clamped using a hemostat for a venous occlusion model. A rubber band was used between the vein and the hemostat to prevent injury to the vein. First, 4 min of baseline acquisition was performed, followed by 11 min occlusion and 15 min recovery. The experimental setup was similar during the skin flap measurements, except that the Vioptix local oxygenation probe was placed on a posterior section of the bowel and stitched to maintain contact with the bowel.
For liver measurements, the hepatoduodenal ligament, which includes the hepatic artery and portal vein, was clamped to produce both arterial and venous occlusion. A hemostat was used with a rubber band during clamping to prevent damage. First, 5 min of baseline acquisition was performed, followed by 10 min occlusion and 15 min recovery. The experimental setup was the same as during previous measurements. The ViOptix probe was placed on the liver in the same field of view as the SFDI measurement. The ViOptix probe suffered from contact issues during the measurement and lost contact with the liver at some time points.
After each study, anesthetized pigs were euthanized by rapid intravenous injection of 10 ml of Fatal-Plus (Vortech Pharmaceuticals, Dearborn, Michigan).
First-in-Human Pilot Study
The clinical pilot study was approved by the Institutional Review Board (IRB) of the Beth Israel Deaconess Medical Center and was performed in accordance with the ethical standards of the Helsinki Declaration of 1975. The IRB deemed the SFDI imaging system a "nonsignificant risk" device. Study subjects were women undergoing unilateral or bilateral mastectomy and reconstruction with a microsurgical deep inferior epigastric perforator flap.
Two SFDI measurements were first taken before flap elevation by positioning the system 45 cm over each abdomen. Based on standard practice, the surgeon chose to elevate one of these 2 flaps for transfer to the chest. A third SFDI measurement was taken following dissection of the vessels through the intramuscular course and isolation of the selected perforator vessels and vascular pedicle. The flap was then transferred to the chest and a microsurgical anastomosis was performed of the deep inferior epigastric artery and vein to the internal mammary vessels. A final measurement was performed using SFDI at this time point. Results from the SFDI measurements were not accessible to the operating surgeons in this feasibility study, thereby not altering the standard of care. Subjects were evaluated for complications at 1 week and 6 weeks after surgery as part of regular postoperative follow-up.
Results

Imaging System
A picture of the clinical SFDI system is shown in Fig. 1(b) . The system included a cart designed to withstand 10 deg tilt angle, a mast, and an arm positioning the imaging head in space with 6 degrees of freedom. The mobile cart contained all hardware and control electronics, including the computer and the NIR light source. The cart hosted two display monitors for the imaging system operator. The first showed the control software and the second displayed the surgeon's view. A mobile satellite pole with one monitor was used to display the image to the surgeon (not shown).
A computer-aided design drawing from Design and Assembly Concepts, Inc. (Leander, Texas) using SolidWorks (Concord, Massachusetts) is shown in Fig. 1(c) . An actual picture of the imaging head manufactured by LAE Technologies, Inc. (Barrie, Ontario) is shown in Fig. 1(d) . Various components are indicated with arrows, such as white light modules and the DMD module. A 2-mm ring spacer (Edmund Optics, Barrington, New Jersey) between the NIR projection optics and the DMD was used to ensure projection of the image onto a 210 ×158 mm 2 field of view focused at 45 cm.
A schematic of the light source is shown in Fig. 2(a) . The optical output from several modules, composed of 1 laser diode, a TEC, a heatsink, and custom coupling hardware, were combined together into a 12-to-1 fiber bundle. Coupling efficiencies ranged from 60% to 80%. A picture of the assembled light source is shown in Fig. 2(b) . The light source was coupled to the DMD projector through a solid core fiber using an FC output connector with an interlocked proximity sensor to ensure the light source was turned off if the fiber was disconnected.
All together, the imaging system was capable of providing irradiances of 1.1, 0.5, 2.0, 0.75, 0.40, and 0.35 mW/cm 2 at 670, 730, 760, 808, 860, and 980 nm, respectively, over a 210 ×158 mm 2 FOV. Exposure times were determined automatically using a tissue-like phantom (μ a = 0.02 mm − 1 and μ s = 1 mm − 1 at 670 nm) before acquisition and typically consisted of 40, 120, 40, 40, 70, and 470 ms for 670, 730, 760, 808, 860, and 980 nm, respectively. SFDI acquisition required 6 images per pair of wavelengths and 3 additional images to perform profilometry. Thus, a total of 3.6 s was required to acquire a full set of data. This number included 2.8 s needed for acquisition at 980 nm due to poor CCD sensitivity. Full data sets were acquired every 20 s during in vivo animal experiments. Data were not acquired continuously during the first patient measurement to minimize disruption of the regular clinical workflow. Instead, a measurement was taken after each step of the procedure: before isolation on both sides, after elevation of the chosen flap, and after transfer of the chosen flap.
Animal Experiments
Results from a venous skin flap occlusion are shown in Fig. 3 . Color images before (t = 0 min), during (t = 20 min), and postocclusion (t = 30 min) are shown in Fig. 3 (top images). A purple discoloration of the tissue was observed during occlusion as blood pooled in the tissue. Tissue saturation maps determined from SFDI are plotted at the same time points in Fig. 3 (bottom images). Figure 3 (top graph) shows that the mean tissue saturation values determined by SFDI inside a region of interest (black square in Fig. 3 bottom images) revealed a maximum 25% decrease in tissue saturation after occlusion. The commercial ViOptix probe (bottom right of color image in Fig. 3 ) measured a 15% decrease in tissue saturation during the same time. We believe that the absolute saturation value differences between the devices are due to spatial variations in oxygen saturation and the different volumes being interrogated by each instrument. Finally, SFDI was able to extract individual oxyhemoglobin concentration (ctO 2 Hb) and deoxyhemoglobin concentration (ctHHb). These time traces showed an accumulation of each chromophore during occlusion as shown in Fig. 3 (bottom graph) . This is consistent with expected blood pooling seen in the setting of venous stagnation. SFDI data were recorded continuously, and the images and graphs from Fig. 3 are presented in a time-lapse movie over the course of the experiment (Video 1).
The SFDI instrument can also be effectively used for splanchnic measurements. Results from venous occlusion of the bowel are shown in Fig. 4 . Color images before (t = 0 min), during (t = 12 min), and postocclusion (t = 20 min) are shown in Fig. 4 (top images). A discoloration is observed in the bowel during the occlusion in the color image. Tissue saturation maps determined from SFDI are plotted at the same time points in Fig. 4 (bottom  images) . Mean tissue saturation values as determined by SFDI in a region of interest (black square in Fig. 4 bottom images) are plotted in Fig. 4 (top graph) during the course of the occlusion. A 38% drop in saturation from baseline was observed using SFDI.
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August 2011 r Vol. 16 (8) The ViOptix probe recorded the same trend with a 35% drop in the same time frame. Finally, SFDI extracted individual ctO 2 Hb and ctHHb concentrations and showed an accumulation of each chromophore during the occlusion consistent with expectations from venous stagnation (Fig. 4, bottom graph) . The images and graphs from Fig. 4 are presented in a time-lapse movie over the course of the experiment (Video 2).
Results from vascular occlusion (arterial and venous) of the liver are shown in Fig. 5 . Color images before (t = 0 min), during (t = 13 min), and postocclusion (t = 20 min) are shown in Fig. 5 (top images). Tissue saturation maps determined from SFDI are plotted at the same time points in Fig. 5 (bottom images) . Mean tissue saturation values as determined by SFDI in a region of interest (black square in Fig. 5, bottom images) and the ViOptix probe are plotted during the course of the occlusion in Fig. 5 (top graph). SFDI recorded a maximum 50% drop in tissue saturation from baseline during the occlusion and the ViOptix probe recorded a 40% drop in tissue saturation during the same time frame. Several ViOptix data points could not be acquired due to issues with probe contact on the liver. Finally, SFDI extracted individual ctO 2 Hb and ctHHb concentrations and shows an exchange of hemoglobin state during the occlusion (Fig. 5, bottom  graph) . The trends in hemoglobin were characteristic of physiological expectations in a vascular occlusion (oxyhemoglobin is converted to deoxyhemoglobin with time). The images and graphs from Fig. 5 are presented in a time-lapse movie over the course of the experiment in Video 3.
SFDI is able to measure both oxyhemoglobin and deoxyhemoglobin and distinguish venous from arterial occlusion, improving ischemia diagnosis and treatment plan (Fig. 6 ). Local contact probes typically report tissue saturation values that drop for both arterial and venous occlusions. On the contrary, SFDI is able to discriminate between venous and arterial occlusion by tracking ctO 2 Hb and ctHHb individually in the tissue. The recovered saturation values using SFDI are shown in Fig. 6 (top graph) for a region of interest in a skin flap arterial (red) and venous (blue) occlusion measurements. Of special note, changes in oxygen saturation were nearly identical in both cases throughout the course of the experiment. As shown in Fig. 6 , though, the type of occlusion was easily distinguishable by SFDI within 1 min of the event. By identifying the origin of the occlusion, surgeons could potentially intervene directly and without any delay during the surgery to avoid any further complications, otherwise not identified and repaired in time. 57 
First-in-Human Pilot Study
The imaging system was deployed into the operating room by trained personnel. The system was draped in sterile fashion using a shield/drape combination that could be applied by a single person (scrub nurse). After draping, the imaging head entered the sterile field and was positioned at a fixed distance. Images were acquired to extract profile information and optical properties at several wavelengths, as described previously.
Four SFDI measurements were taken during the bilateral transverse rectus abdominus myocutaneous procedure. These Fig. 7 (top row). Extracted maps of ctO 2 Hb, ctHHb, and tissue saturation are shown in Fig. 7 (2nd row, 3rd row, and bottom row, respectively). The SFDI maps show a 15% difference in ctO 2 Hb in the right flap compared to the left flap. There is also a 40% loss in ctO 2 Hb, and 12% loss in StO 2 between preparation and attachment of the flap. Increased patient enrollment and a longitudinal study design is needed to better understand the potential of these measurements in relation to flap selection and flap viability.
Discussion
A major feature of this new SFDI system is the ability to provide oxygenation images without a priori knowledge of the location of an ischemic region. Currently available local contact probes do not offer this advantage. Oxygenation "imaging," as opposed to point probe measurements, provides oxygenation variations to the physician over large FOVs. Variation of oxygen saturation over the tissue surface, and the different depths interrogated by each instrument, also help explain the observed difference between the absolute saturation values obtained from the contact probe and SFDI. Additional experiments are necessary to fully understand the discrepancies between absolute oxygen saturation, the SFDI results, and the contact probe. Another advantage of oxygenation imaging is that it does not require contact with the patient, yet still provides quantitative measurement over irregularly shaped tissues and organs, such as skin, liver, and bowel. In addition, contact probes require long stabilization times (>1 s) for accurate readings, whereas the SFDI system is limited only by fluence rate and camera sensitivity. Although not presented in this study, true real-time measurements (i.e., acquisition, processing, and visualization) will someday be a major advantage of SFDI systems. Interestingly, both contact probes and SFDI were found to be influenced significantly by operating room overhead lighting, which interferes with optical measurements. We overcame this problem in the SFDI system by providing NIR-depleted white light to the surgeon and turning off overhead lights.
Although the SFDI system we describe can extract physiologically relevant information on tissue status and display it to the surgeon, our study has several important limitations. A clinical imaging system that impacts patient care must be integrated efficiently into the clinical workflow and must be capable of acquiring and displaying information in real time at a rate greater than 1 frame per second. In our SFDI system, the two steps that can be improved to achieve this goal are acquisition and processing. Recently, it was demonstrated that reliable imaging of oxygenation (within 10%) was possible by using only one wavelength pair consisting of 670 and 860 nm. 50 Data acquisition could then be performed in <540 ms using this combination. Data processing for SFDI is currently performed after surgery using MATLAB. Integration of acquisition and processing algorithms into a single software platform would provide visualization of oxygenation maps to the surgeon at a frame rate faster than one image/s. 32, 46 Another limitation of our study, also present in standard pulse oximetry, consists of extracting ctO 2 Hb and ctHHb concentrations without accounting for all chromophores encountered in living tissues, such as methemoglobin. This can introduce error in the SFDI calculation of oxygen saturation and will be the focus of future work.
Profile correction is another essential component for in vivo non-contact quantitative imaging, but can suffer from robust-ness and noise. Various methods have been described, [59] [60] [61] [62] but few can be used in clinical settings to correct for light transport. 47, 63, 64 The current profilometry implementation used with SFDI suffers from noise during phase extraction due to the relatively low spatial frequency used to accommodate large height variations. Novel surface profilometry methods based on the projection of multiple spatial frequencies could improve the acquisition of surface profiles showing large height variation, while maintaining fine height resolution. 65 The multispectral laser source we introduce in this study is based on the use of several laser diodes combined through a multilegged fiber bundle. This strategy appears optimal for remote lighting applications requiring many wavelengths at high power.
In particular, only one light bundle is needed between the light source and the illumination unit, offering an advantage in terms of electrical safety because the imaging head is located above the patient. However, this solution suffers from the long coherence of laser sources resulting in speckle patterns in the illumination. While the presence speckle does not influence SFDI processing, it can cause visual discomfort. Our system employed multimode laser diodes and multimode fibers to minimize speckle effects, but other potential solutions to reduce the influence of speckle include a rotating diffuser at the source, motors that vibrate the fiber at high rates to "blur" the speckle, or spatial data smoothing during postprocessing.
Conclusion
We designed a novel oxygenation imaging device based on SFDI and multispectral principles. This system is capable of determining profile-corrected optical properties at six different wavelengths optimized for rapid chromophore imaging within a realistic surgical environment. This system has been validated under various vascular occlusion and release cases on Yorkshire pigs and provided results within 10% of a FDA-approved spectroscopic local probe, the current standard-of-care for intraoperative oxygenation measurement. Finally, the system has been translated to the clinic and used in a first-in-human pilot study for breast reconstruction after a mastectomy where skin flap oxygenation was assessed intraoperatively. This study lays the foundation for providing surgeons with new tools allowing for real-time oxygenation images to be displayed during surgery. F49620-00-2-0371 and FA9550-04-1-0101), and the Beckman Foundation. All FLARE TM technology is owned by Beth Israel Deaconess Medical Center, a teaching hospital of Harvard Medical School. As inventor, Dr. Frangioni may someday receive royalties if products are commercialized. Dr. Frangioni is the founder and unpaid director of The FLARE Foundation, a non-profit organization focused on promoting the dissemination of medical imaging technology for research and clinical use.
